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Purpose: To compare cumulative dissipated energy between two phacoemulsification 

machines.

Setting: An ambulatory surgical center, Honolulu, Hawaii, USA.

Design: Retrospective chart review.

Methods: A total of 2,077 consecutive cases of cataract extraction by phacoemulsification 

performed by five surgeons from November 2012 to November 2014 were included in the 

study; 1,021 consecutive cases were performed using the Infiniti Vision System, followed by 

1,056 consecutive cases performed using the Centurion Vision System.

Results: The Centurion phacoemulsification system required less energy to remove a catarac-

tous lens with an adjusted average energy reduction of 38% (5.09 percent-seconds) (P,0.001) 

across all surgeons in comparison to the Infiniti phacoemulsification system. The reduction 

in cumulative dissipated energy was statistically significant for each surgeon, with a range of 

29%–45% (2.25–12.54 percent-seconds) (P=0.005–,0.001). Cumulative dissipated energy for 

both the Infiniti and Centurion systems varied directly with patient age, increasing an average 

of 2.38 percent-seconds/10 years.

Conclusion: The Centurion phacoemulsification system required less energy to remove a 

cataractous lens in comparison to the Infiniti phacoemulsification system.

Keywords: phacoemulsification, cumulative dissipated energy, Centurion Vision System, 
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Introduction
Cumulative dissipated energy (CDE) is the amount of ultrasound energy used to 

remove a cataractous lens. Using less phacoemulsification energy has been shown to 

decrease corneal endothelial cell loss and may translate to better surgical outcomes.1–4 

In our previous studies, we showed a mean CDE difference based on surgical location 

between an ambulatory surgical center (13.0 seconds) and a hospital-based surgical 

center (19.0 seconds) using the Infiniti Vision System (Alcon Laboratories, Inc., Fort 

Worth, TX, USA).5 In the second study, we found the CDE varied by surgeon and 

phacoemulsification technique.6

Early evaluations of the Centurion Vision System by Solomon et al have supported 

the manufacturer’s claims,7 but these findings have yet to be substantiated in a large 

study. The purpose of this study was simply to compare the CDE between the single 

Centurion and single Infiniti phacoemulsification systems in a larger number of cases 

to see which one uses less CDE under similar age, sex, and complication rate (P.0.05) 

among five surgeons in one surgical center.
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Patients and methods
This retrospective study was conducted at a single-ambulatory 

surgical center (The Surgical Suites, LLC, Honolulu, HI, 

USA) from November 2012 to November 2014. All consecu-

tive cases of cataract extraction with phacoemulsification 

and intraocular lens implantation performed by five surgeons 

were included in the study. All surgeons have performed 

phacoemulsification for over 20 years. A total of 2,077 

consecutive cases were identified; 1,021 consecutive cases 

were performed using a single Infiniti phacoemulsification 

unit from November 2012 to November 2013 and 1,056 

consecutive cases were performed using a single Centurion 

phacoemulsification unit from November 2013 to November 

2014. Of note, the Centurion cases were performed during 

the first year of device adoption.

An Ozil phacoemulsification handpiece and a 0.9 mm 

30-degree beveled Kelman tip were used in the Infiniti 

phacoemulsification system, while an Ozil handpiece and 

an Intrepid Balanced Mini tip were used in the Centurion 

phacoemulsification system.

Each surgeon used fluid dynamics and ultrasound settings 

that were preset to their own preferences. These settings and 

the surgical technique varied among the surgeons but were 

kept consistent with each individual surgeon when transi-

tioning from the Infiniti system to the Centurion system. 

Scatterplots together with non-parametric lowess curves 

were used to display the CDE data.

The intraoperative metric chosen as the primary out-

come measure was CDE. CDE is displayed automatically 

on the interface of both the Infiniti and Centurion systems 

and is measured in percent-seconds. CDE is the total energy 

dissipated at the wound site in foot position 3, including a 

combination of torsional and longitudinal ultrasound energies. 

In the conventional mode (longitudinal ultrasound), CDE is 

traditionally calculated as average ultrasound power × total 

ultrasound time (data on file, Alcon Laboratories, 2015). 

Total ultrasound time is the total time passed while the foot 

pedal is kept in the third position. Because torsional pha-

coemulsification was used in this study, CDE was calculated 

as torsional amplitude × torsional time × a coefficient of 0.4. 

The coefficient of 0.4 is used because torsional phacoemul-

sification differs from conventional phacoemulsification in 

two aspects: the frequency of the phacoemulsification tip in 

the torsional mode (32 kHz) is 80% of that in the conven-

tional phacoemulsification (40 kHz) and the stroke length of 

the phacoemulsification tip in the torsional mode (40 µm) is 

50% of that in the standard mode (80 µm) (data on file, Alcon 

Laboratories, 2015). Descriptive statistics were summarized, 

and the means of CDE for the two systems were compared for 

each surgeon using two-sample t-tests. The complication rates 

under the two systems were compared using two-proportion 

tests. Linear mixed-effects models were used to estimate the 

overall difference of CDE between the two systems, while 

adjusting important covariates (eg, age and sex of the patient). 

IBM SPSS Statistics for Windows (Version 22.0) was used for 

data analysis, and two-sided P-values ,0.05 were regarded 

as statistically significant. This study has been approved by 

the Institutional Review Board of the University of Hawaii 

to ethically meet the Declaration of Helsinki.

Results
A total of 2,077 consecutive phacoemulsification cases were 

included in the study; 1,021 cases were performed using the 

Infiniti phacoemulsification system and 1,056 cases using 

the Centurion phacoemulsification system. The age and sex 

demographics of the patients included in the study are demon-

strated in Table 1. The mean patient age was 70.53 years, with 

1,170 female and 907 male patients. There was no statistically 

significant difference with respect to age or sex of the patients 

when analyzed by an individual surgeon or between groups.

Among all five surgeons, the unadjusted average energy 

reduction of CDE when using the Centurion phacoemulsifica-

tion system in comparison to the Infiniti phacoemulsification 

system was 4.971 (range 2.25–12.54) percent-seconds or 

37% (range 29%–45%) (P-values ,0.001). Each individual 

surgeon also demonstrated a statistically significant reduction 

in CDE with the Centurion system compared to the Infiniti 

system, as demonstrated in Table 2 and Figure 1. There was 

no statistically significant difference in complication rates 

among the two systems when analyzed by an individual 

surgeon or between groups (Table 3).

Based on a linear mixed-effects model, which adjusted for 

patient’s age and sex and five surgeons, the estimated mean 

CDE reduction was 38% or 5.088 percent-seconds with a 

standard error of 0.336 (P,0.001). In the same model, while 

patient sex was not significant (P=0.33), a significant impact 

of patient age was observed (P,0.001).

Figure 2 shows a scatterplot of the average CDE of the 

Centurion phacoemulsification system versus the Infiniti 

phacoemulsification system across all surgeons. The scat-

terplot shows that there is an increasing trend for CDE as 

the patient’s age increases (P,0.001).

Discussion
The Infiniti Vision System was released in 2003, followed by 

an upgraded torsional ultrasound handpiece in 2005. This Ozil 
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handpiece has a tip that oscillates in both a longitudinal direction 

(along the anterior–posterior axis), as in conventional ultrasound 

handpieces, and a torsional direction (swiveling from side-

to-side). Torsional ultrasound has been shown to require less 

ultrasound energy in comparison to longitudinal ultrasound.8

The Centurion Vision System (Alcon Laboratories, Inc.) 

was released in the fall of 2013 with reports of being able to 

reduce ultrasound energy through several methods, including 

a newly designed phacoemulsification tip (data on file, 

Alcon Laboratories, 2015). According to the manufacturer, 

the Intrepid Balanced Mini Tip is specifically designed for 

torsional ultrasound with a 50% enhancement in sideways 

tip displacement (data on file, Alcon Laboratories, 2015). 

One drawback in the handpiece of the Infiniti system is that 

substantial tip motion induces friction along the shaft, result-

ing in unwanted corneal stromal changes at the incision site 

(data on file, Alcon Laboratories, 2015). The new Intrepid 

Balanced Mini Tip reportedly minimizes these stromal 

Table 1 Summary of sex and age comparisons between Centurion and Infiniti phacoemulsification systems by an individual surgeon 
and all surgeons combined

Surgeon Infiniti Centurion Difference (std err):  
Centurion–Infiniti

P-value*

1 % female (total number of patients) 59.2% (98) 60.2% (103) 0.89
age in years: mean (std dev)
[range]

69.48 (8.39)
[47.0, 87.0]

69.25 (9.36)
[46.0, 94.0]

−0.23 (1.26) 0.86

2 % female (total number of patients) 54.7% (307) 52.8% (301) 0.64
age in years: mean (std dev)
[range]

70.48 (9.43)
[42.0, 98.0]

70.07 (9.73)
[31.0, 93.0]

−0.41 (0.78) 0.60

3 % female (total number of patients) 56.4% (408) 58.1% (413) 0.62
age in years: mean (std dev)
[range]

70.54 (9.68)
[42.0, 92.0]

70.17 (9.68)
[37.0, 94.0]

−0.38 (0.68) 0.58

4 % female (total number of patients) 59.1% (132) 56.3% (151) 0.64
age in years: mean (std dev)
[range]

71.17 (11.45)
[41.0, 98.0]

72.58 (10.01)
[40.0, 92.0]

1.41 (1.28) 0.27

5 % female (total number of patients) 57.9% (76) 52.3% (88) 0.48
age in years: mean (std dev)
[range]

71.32 (9.13)
[43.0, 88.0]

71.39 (11.28)
[43.0, 91.0]

0.07 (1.59) 0.97

all % female (total number of patients) 56.6% (1,021) 56.1% (1,056) 0.80
age in years: mean (std dev)
[range]

70.56 (9.69)
[41.0, 98.0]

70.50 (9.88)
[31.0, 94.0]

−0.06 (0.43) 0.89

Notes: *Statistical comparison between patients using Infiniti phacoemulsification system and those using Centurion phacoemulsification system; two-sample t-tests for 
continuous variables and chi-square tests for categorical variables.
Abbreviations: std err, standard error; std dev, standard deviation.

Table 2 Summary of CDE comparisons between Centurion and Infiniti phacoemulsification systems by an individual surgeon and all 
surgeons combined

Surgeon Infiniti Centurion Difference (std err):  
Centurion–Infiniti

Percent  
difference

P-value*

1 CDe, seconds: mean (std dev)
[range]

7.790 (6.669)
[1.23, 62.83]

5.536 (4.458)
[0.23, 27.62]

−2.254 (0.797) 28.9% 0.005

2 CDe, seconds: mean (std dev)
[range]

14.751 (10.225)
[2.56, 91.86]

9.785 (7.648)
[0.08, 61.40]

−4.966 (0.733) 33.7% ,0.001

3 CDe, seconds: mean (std dev)
[range]

9.071 (6.611)
[0.10, 51.50]

5.672 (4.667)
[0.07, 48.56]

−3.399 (0.399) 37.5% ,0.001

4 CDe, seconds: mean (std dev)
[range]

27.688 (14.510)
[5.77, 109.00]

15.153 (9.512)
[2.16, 84.57]

−12.535 (1.442) 45.3% ,0.001

5 CDe, seconds: mean (std dev)
[range]

12.664 (5.394)
[4.36, 39.22]

7.739 (3.648)
[2.58, 23.59]

−4.926 (0.711) 38.9% ,0.001

all CDe, seconds: mean (std dev)
[range]

13.330 (10.942)
[0.10, 109.00]

8.359 (7.200)
[0.07, 84.57]

−4.971 (0.408)
−5.088 (0.336)**

37.3%
38.2%

,0.001
,0.001

Notes: *Statistical comparison between patients using Infiniti phacoemulsification system and those using Centurion phacoemulsification system; two-sample t-tests for 
continuous variables and chi-square tests for categorical variables. **estimated P-value based on linear mixed-effects model, adjusting for age and sex of patients and different 
surgeons.
Abbreviations: CDE, cumulative dissipated energy; std err, standard error; std dev, standard deviation.
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changes by reducing the amount of energy transmitted to 

the sleeve and incision site (point defined 5.6 mm back from 

the tip). These design changes are reported to improve the 

thermal profile while enhancing cutting efficiency (data on 

file, Alcon Laboratories, 2015).

Newer generation phacoemulsification systems promise to 

deliver faster cataract surgery times with less energy through 

newly designed handpieces, tips, and software settings. 

The challenge remains in objectively comparing these 

technologies. As recently highlighted by Dr Nick Mamalis, 

There is a scarcity of objective data to guide surgeons 

in choosing a particular ultrasound technology as 

well as assessing the optimum settings to use for this 

technology.9

To address these challenges, Dr Randall Olson’s labora-

tory at the Moran Eye Center has created an in vitro model 

using porcine eyes to test various phacoemulsification 

technologies and settings.10 One consistent finding with this 

testing model was that chatter – the phenomenon of lens 

material bouncing off of the phaco tip – led to the inefficient 

use of ultrasound energy. Using the aforementioned model, 

Kirk et al found that micropulse longitudinal phacoemulsifi-

cation with various on and off cycles was the most efficient 

at reducing chatter with an on-time of 6 ms.11

Another method to decrease chatter and increase effi-

ciency is through the use of torsional ultrasound. Liu et al  

showed that total ultrasound time and energy could be 

reduced through the use of a torsional ultrasound Ozil hand-

piece in comparison to conventional longitudinal ultrasound.8 

In our study, an identical handpiece with torsional ultrasound 

was used with both the Infiniti and Centurion systems. The 

Ozil handpiece oscillates at a frequency of 32 kHz with a 

side-to-side movement that has a shearing effect and cuts 

nuclear material in both directions at the tip, resulting in less 

repulsion of lenticular material from the phaco tip.8

Table 3 Comparison of surgical complication rates between Centurion and Infiniti phacoemulsification systems by an individual 
surgeon and all surgeons combined

Surgeon 1 Surgeon 2 Surgeon 3 Surgeon 4 Surgeon 5 All surgeons

all complications
Infiniti: n (%) 1 (1.0%) 2 (0.7%) 3 (0.7%) 6 (4.5%) 1 (1.3%) 13 (1.3%)
Centurion: n (%) 1 (1.0%) 5 (1.7%) 6 (1.5%) 6 (4.0%) 0 (0.0%) 18 (1.7%)
P-value* 1.00 0.29 0.51 1.00 0.47 0.48

Posterior capsule rupture with anterior vitrectomy
Infiniti: n (%) 1 (1.0%) 1 (0.3%) 1 (0.2%) 4 (3.0%) 0 (0.0%) 7 (0.7%)
Centurion: n (%) 0 (0.0%) 0 (0.0%) 3 (0.7%) 2 (1.3%) 0 (0.0%) 5 (0.5%)
P-value* 0.49 1.00 0.63 0.43 1.00 0.58

Note: *P-values were based on exact tests of equality of two proportions.

Figure 1 Comparison of CDE between Centurion system and Infiniti system among 
five surgeons.
Abbreviations: CDE, cumulative dissipated energy; SE, standard error.

Figure 2 Comparison of CDE between Centurion system and Infinity system across 
age (years) among five surgeons combined.
Abbreviation: CDe, cumulative dissipated energy.
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In our study, we sought to determine if the new Centurion 

phacoemulsification system was more efficient than its pre-

decessor, as claimed by the manufacturer. Using a single 

intraoperative metric of CDE, we found an adjusted aver-

age energy reduction of 38% (5.088 percent-seconds) when 

using the Centurion system. Although the amount of CDE 

reduction varied significantly between surgeons, every sur-

geon achieved a reduction in energy used with a range of 

29%–45%. These findings are consistent with a small-scale 

prospective randomized clinical study by Solomon et al in 

which the mean CDE when using the Centurion system was 

found to be 2.78 percent-seconds less than with the Infiniti 

system.7 Our findings also demonstrated that CDE was 

higher for older patients who underwent surgery with both 

the Centurion and Infiniti systems. On average, for every 

10 years of increase in patient age, we found a 2.38 unit  

increase in CDE (P,0.001). This was likely due to an 

increase in nucleus density with increasing age. Liu et al 

reported similar findings with a consistent increase in CDE 

in eyes with higher grades of nucleus density.8

According to the manufacturer, the mechanism of energy 

reduction with the Centurion system is enhancement of tor-

sional ultrasound efficiency through a redesigned tip (data on 

file, Alcon Laboratories, 2015). The Intrepid Balanced Mini 

Tip offers 50% more lateral movement at the tip leading to 

an increased emulsification effect while reducing shaft move-

ment at the incision site (data on file, Alcon Laboratories, 

2015).12 This reduced movement and heat production in the 

wound minimizes unwanted corneal stromal changes and 

subsequent complications such as wound leaks and shifts in 

astigmatism (data on file, Alcon Laboratories, 2015).

Of note, there are other improvements unique to the 

Centurion phacoemulsification system aimed at stabilizing 

fluidic dynamic energy, which can also have a pronounced 

negative effect on ocular structures.13 The Centurion sys-

tem uses an active fluid dynamic management system that 

applies pressure directly to the irrigation bag. In comparison, 

older systems like the Infiniti use a gravity-based fluidic 

system that is more prone to wide fluctuations in intraocular 

pressure (data on file, Alcon Laboratories, 2015). The Centu-

rion system is able to constantly adjust to and minimize these 

fluctuations, resulting in a more stable anterior chamber and 

minimizing abrupt swings in aspiration flow rate, pressure, 

and rate of vacuum (data on file, Alcon Laboratories, 2015). 

In this study, we sought to examine only CDE for comparison 

between phacoemulsification systems, but comparing other 

characteristics and intraoperative metrics is a potential area 

of future study.

Our study is limited in several aspects. First, our study 

is retrospective, not prospective, and is not randomized. In 

addition, an ideal study would have used an in vitro method 

to objectively measure ultrasound efficiency rather than rely-

ing on the phacoemulsification platform’s calculation. In the 

future, we believe it will be important to develop and use in 

vitro models, not only to optimize modalities of phacoemul-

sification from software variations to tip design but also 

to create prospective, objective, and direct comparisons of 

different platforms. While we did not report on visual acu-

ity or complication rates, previous studies have shown that 

using less energy causes less corneal endothelial cell loss1–4 

and results in better immediate postoperative visual acuities.8  

We believe that this statistically and clinically significant reduc-

tion in energy has the potential to improve visual outcomes.

A particular strength of this study is the large number 

of cases included and the fact that several surgeons were 

included. Though the results were influenced by different 

ultrasound settings and surgical techniques, the fact that our 

findings were consistent across all surgeons suggests that the 

results may be broadly applicable.

Conclusion
The Centurion phacoemulsification system required less 

energy to remove a cataractous lens with an adjusted average 

energy reduction of 38% per surgeon in comparison to the 

Infiniti phacoemulsification system.
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